
 
 

 
  

 

 
BI-LEVEL POSITIVE AIRWAY PRESSURE (BIPAP) MACHINES 

 
REQUEST FOR PROPOSAL 

 
 
ADDENDUM NUMBER: ONE (1)                                                         APRIL 24, 2024 
THIS ADDENDUM IS ISSUED PRIOR TO THE ACCEPTANCE OF THE FORMAL RFP’s. THE FOLLOWING 
CLARIFICATIONS, AMENDMENTS, ADDITIONS, DELETIONS, REVISIONS, AND MODIFICATION FORM A PART 
OF THE CONTRACT DOCUMENTS ONLY IN THE MANNER AND TO THE EXTENT STATED.  
 

MODIFICATION 
 

Minimum Requirement #7 
DID READ: “Must allow continuous operation with a “hot swap” of main battery and an internal 
backup battery. Run time of battery should be 4‐5 hours.”   
 
NOW READS: “Must allow continuous operation with a battery run time of 4‐5 hours.”   

 
 

CLARIFICATION 
 

1. Is this bid open to only suppliers that are currently awarded a contract with Vizient?  No, this is a 

formal RFP and is open to the public. 

 
2. Will Broward Health accept redlines to the T&Cs in the RFP. According to the RFP’s terms and 

conditions, any changes to the RFP’s terms are null and void and without any force and effect, 

unless otherwise stated (such as the insurance requirements) or unless otherwise explicitly agreed 

to by Broward Health in writing. Submitting a Response with changes to any terms (outside of the 

insurance requirements) of this RFP may result in rejection of the Bidder’s Response. Broward Health 

will consider incorporating any of Contractor's proposed terms and conditions provided they do 

not conflict with, alter, or modify any of the RFP terms and conditions (with the exception of the 

insurance provisions, which may be negotiated). 

 
3. Will Vizient T&Cs govern this contract? No, this RFP is being conducted outside the GPO 

contract.  The T&Cs that are outlined in the RFP document will govern the contract.  

 
 

 
END ADDENDUM ONE 

 


